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System Measures Response Time of Photomultiplier Tubes 
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OSCILLOSCOPE TRACES OF GALLIUM PHOSPHIDE 
DIODE (LAMP) AND PHOTOMULTIPLIER TUBE 
A calibration system has been devised to enable 
precise determination of the rise time of photo-
sensitive detectors, such as multipliers. (Rise time 
is defined as the time required for the voltage output 
pulse to rise from 10% to 90% of its final value 
when a photosensitive detector is instantaneously ex-
posed to a constant-level light source.) The system is 
capable of measuring rise times in the range of 10-1 
to 10 second. To perform a calibration, the time—
voltage curve of the excitation voltage for a light 
source is compared with the time—voltage curve of the 
voltage output from a photomultiplier tube or other 
photosensitive detector which is responding to the 
light. 
In one previous method of measuring rise times, 
a chopping device (a rapidly rotating mirror or a
fast shutter in the light path between a constant-
level light source and the photosensitive detector) 
was used to pulse the light from the light source. 
The light pulses produced by the chopping device 
are not of an ideal shape and are usually not satis-
factory for rise times much faster than 10-s
 second. 
In another method, an oscilloscope beam is pulsed as 
the light source. With the normally available oscillo-
scope tubes, the method is satisfactory to about 
5X 10° second. 
The light source of the new system, a gallium 
phosphide diode, is driven by an electrical square 
wave pulse generator. Within 10 second after cur-
rent is applied to the diode (lamp), it emits yellow-
green light at 5600 angstroms. The pulse generator 
voltage input to the lamp is simultaneously recorded 
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on an oscilloscope. The photomultiplier tube to be 
calibrated is positioned to intercept the light pulse 
from the diode light source; the light pulse duration 
is adjusted so that the output voltage , from the photo-
multiplier tube has time to reach a fixed maximum 
value. The output voltage curve of the photomulti-
plier is also simultaneously recorded on the oscillo-
scope. A comparison of the two oscilloscope traces 
(see sketch) gives a measure of the photomultiplier 
rise time. The total time response of the system is 
the sum of the following: 
(I) time delay between generator pulse emission to 
output from the light source (less than 10 
second); 
(2) time delay between light pulse and photomul-
tiplier's initial sensing (less than 10' second); 
and 
(3) time delay or rise time of photoniultiplier (10' 
to 10 second).
Notes: 
I. In performing a calibration, it should be observed 
on the oscilloscope trace at the end of the gen-
erator voltage pulse that the light seems to ex-
tinguish as fast as it appeared. 
2. In experiments with this system, it was found 
that when the generator pulse is of constant 
maximum voltage, the light pulse reaches a con-
stant intensity within a very short time. 
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